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APreface

The purpose of this thesis was to examine the concept of

pressure measurement with fiber optics and interferometry, to build

a working prototype, and to test that prototype. Some consideration

was given toward the use of the transducer system for taking intra-

vascular blood pressure readings.

The prototype was designed to exibit the feasibility of the

pressure measurement technique and little time remained for the

optimization of system parameters. I beleive that significant improve-

ments are possible now that the primary noise sources have been

identified.
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the thesis.
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Shortt, Mr, John Brohas, and the rest of the AFIT Fabrication Shop
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AbsLract

A new pressure sensing device has been analyzed, built, and

tested. The device uses a Michelson interferometer to monitor pressure-

induced fluctuations of a polished silicon diaphragm. Probe flexibility

is achieved by mounting the diaphragm on the end of a single mode

optical fiber; the coupling apparatus used permits interference to

occur with the fiber in one leg of the interferometer. The phase of

the resulting pattern is locked using a piezoelectric length transducer

and phaselock loop control techniques.

Formulas developed to model the system input/output characteristics

led to the construction of a working prototype. Long term drift for the

system was negligible. Short term drift limited the resolution of the

system to 7 mrri-g over the region 50 mrrHg to 200 mmHg. The limited range

resulted from the scanning limit of the piezoelectric length transducer.

System linearity was approximately 5 percent. Computer noise analysis

identified the high voltage DC amplifier and the piezoelectric length

transducer as limiting resolution to 3 mmHg.

Acousto-optic modulation was examined as an alternative control

method. This approach offers better resolution and better frequency

response.

The performance of the prototype pressure sensing system suggests

that state-of-the-art specifications could be achieved by this method.

Application for intravascular blood pressure measurement is discussed.

xii



I. Introduction

Background

Since the conception of pressure and its measurement by Torricelli

in 1643, inventors have gone to great lengths to extiact useful

information from this mechanical principle. Many devices have been

constructed whose sole purpose is to convert fluid pressure or fluid

flow into an electrical signal containing the same information. These

transducers have taken many forms. Most modern electronic sensors use

a physical principle to monitor the motion of a flexing diaphragm.

Electronic pressure sensors use many different physical properties

to accomplish their task. Strain gages use a Wheatstone bridge circuit

to monitor the motion of an armature that is directly connected to a

flexing diaphragm. Capacitive transducers measure the changing

capacitance between two plates as the separation between them changes.

One plate is attached to a diaphragm. inductive transducers measure

the changing flux caused by a magnetic disc attached to a diaphragm

as the disc moves relative to a stationary coil. Piezoelectricity and

piezoresistivity rely on the changing electrical properties of a

crystal as mechanical stress or pressure is applied. Other principles

that have been used are P-N junctions, variable light reflectivity,

resonant wire, and magnetostriction. The diversity of approaches to

the pressure measurement problem hints at the significance of the

information thaL the devices gather.

Current pressure sensors meet the demands of diverse applications
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with varying degrees of success. Many applications such as in-vivo

cardiovascular pressure measurement have strict design criteria that

eliminate most sensors from consideration. This application is analyzed

in depth in Appendix E. The principle behind the fiber optic pressure

transducer offers significant possibilites for meeting these criteria.

The use of a Michelson interferometer to measure the motion of

the diaphragm permits accurate measurement of small fluctuations. The

addition of an optical fiber furnishes probe flexibility and probe

size limited only by diaphragm characteristics. A very small diaphragm

can be etched from a silicon wafer and mounted to the fiber end. The

short term drift encountered during the experiment limited resolution

to 7 nnHg. Noise from the piezoelectric length transducer (PZT) and the

associated high voltage DC amplifier were found to limit resclution to

3 mmrflg. Indicating that both problems must be solved before a reliable

pressure sensing system can be constructed.

The originality of this thesis arises from a new combination of

existing technologies to create a potentially useful pressure sensing

device. Although this research was conducted with the cardiovascular

pressure sensing application in mind, many other applications are

possible.

Problem Statement

The problem addressed in this thesis is to determine the feasib-

ility of the fiber optic pressure measurement technique. This includes

identification and analysis of problem ares, design and construction

of a prototype, testing, and error analysis. Determination of suit-

441 2



ability for the biomedical application per the criteria in Appendix E

leads to the commentary on system value and on corLinued research.

Research Approach

Analysis of the fiber optic pressure transducer system began with

derivation of system equations to determine if the concept was sound.

This led to experimentation with optical fibers and phaselock control

techniques. It was shown that light could make the round trip through

the single mode fiber with output power levels that were detectable by

a photodiode. Phaselock was achieved with the compensation circuit

shown in Appendix D. These results indicated that the system could

function properly.

The interferometer was constructed and locked before the fiber

was introduced into the system. Alignment problems associated with the

small core single mode fiber were worked out with changes in mounting

hardware. The systeci was then locked with the fiber in place and pre-

pared for testing with steps to reduce the noise level.

Testing for drift, linearity, resolution, and noise characteristics

was completed. Analysis of the results led to the conclusions and

recommendations shown in Chapter Five.

Chapter Two contains theory pertaining to the operation of the

fiber optic pressure sensor. Chapter Three contains a description of

system operation. Chapter Four contains the experimental procedure

and the results obtained. The experiment is concluded in Chapter Five

with conclusions and recommendations.

3



1I. Theory

Introduction

The Michelson interferometer offers very accurate measurement of

small length fluctuations by the property of light interference. (Ref 11:290)

The output intensity of the interferometer is dependent upon the change

in path length (AL) of the active branch compared to the reference

branch. This length change can be developed by applying pressure to a

flexible diaphragm mirror in the active branch. Analysis of the relation

between pressure and length fluctuations results in the desired pressure

measurement capability. An optical fiber can be placed in the active

branch to obtain a flexible probe that can be taken to the pressure

source. The small etched diaphragm is mounted on the fiber end. The

system offers some unique possibilities for special application sensing.

Michelson Interferometer

Two plane waves interfere in the Michelson interferomttcL to give

an output intensity pattern that varies with changes in optical path

length of the active branch. The interference phenomenon can best be

understood by examining the wave nature of light and then applying

the superposition principle. The general equation of a linearly polarized

wave is given below.

El(r,t) = A, cos (KI*r - at + el) (Eq. 2.1)

where:
A1  = amplitude mt = angular frequency time

KI • r = plane _ to K1 vector el = initial wave phase

4



Two such waves can be combined by the superposition principle to get

the total electric field intensity ET = E,(r,t) + E2 (r,t) which is

merely the sum of the individual waves. Due to the high frequency of

the signals being monitored the photodiode measures irradiance not

field intensity. Irradiance is defined by I = Xv < E 2 > where a is
T

the permativity constant of the medium, v is the velocity in the

medium and < E2 > is the time average of the field intensity squared.T

Concern with only relative irradiance within the same medium permits

the medium constants to be neglected. (Ref 11:277) The irradiance can

therefore be taken as I = < E2 > measured in watts/ meter2 . Expanding
T

the equation yields the interference term of interest (I,2) as shown.

1 2 > = I + 12 +1 (Eq. 2.2)

where I 1  < E2 >

' = < 2 2>

12=< El EP. >
t+T E

Taking the time average by the definition < E > = l/T t E(t') dt'
T t

yields the following equation for the interference term.

112 =A A 2 COS ( 21r (D+AL)/X) (Eq. 2.3)

where: Al, A, = respective amplitudes

D = optical path difference

AL = optical path difference due to pressure

X = wavelength of source

Total constructive interference will occur when cos (6) = 1 . This occurs

when 6 = 0, +2, _4T ... Since D and X are constant, a constructive

interference peak will occur everytime AL changes by X/2 in length.



These length changes are illustrated in the Michelson interferometer

of Figure 2.1.

Mirror

LA

Mirror
I

Detector

Figure 2.1 Michelson Interferometer

The change in path length (AL) can be produced by applying pressure to

a suitable diaphragm mirror.

Diaphragm Mechanics

Equations relating diaphragm motion to applied pressure have been

derived for many different diaphragm geometries. The generally accepted

equation for displacement of a rigidly held circular diaphragm is

shown below. (Ref 3:216)

3 (1-u2 ) (R2 - r 2 ) 6PAL = (q .)
16 E t3 (1 + (AL/t)'/2)

where: AL = displacement of diaphragm at radius r (cm)
u = Poisson's ratio (11nitless)
E = Young's modulus (dynes/cm2 )

R = diaphragm radius (cm)
r = distance from diaphragm center (cm)
t = diaphragm thickness (cm)

6P - pressure differential (dynes/cm2 )

6



The complexity of the equation reduces significantly if the following

assumptions are made. First, assume that the area of interest on the

mirror is the center (r=0). Second, assume AL < t/4 to guarantee good

diaphragm linearity characteristics ( better than 1% ). These two

assumptions lead to the simplified equation below.

3 (1-u2 ) R4 6PAL 16 E t 3

Further simplification can be achieved by calculating values for E

ans u for the (111) silicon diaphragm, as shown by Runyan (Ref 27:93).

4
E 4
(111) 2s11 + 2s, 2 + s44

U(111) = 1/6 5 + + s44/2) E(1 11 )

whe re:-1 cii + CIP, = 0.7644 x 10 - 1 2

12 (c1 1 - c1 2 ) (c11 + 2c12 )

S12- cI = 0.2143 x 10 - 12

(c1 1 - c 1 2 ) (c1 1 + 2c,,)

s44 i/ c4 4  
= 1.256 x 10- 1 2

Solving for E and u yields:

E = 1.9 x 1012

u = 0.3825 1 - u2  0.8537

Inserting these constants into the above equation yields:

0-14 4t3
AL 8.425 x 10 4/ t 6P (Eq. 2.5)

7



Combining equations 2.2 and 2.5 yields the desired relationship

between applied pressure and the interferometer output irradiance.
1-14 4t3

D8.425 x 10 R4/ t6P)

I = I 1 + I + A1 A2 cos ( 2Tr D (Eq. 2.6)

Therefore, if the radius-to-thickness ratio can be scaled properly the

system will measure pressure. But the usefulness of the system is

limited by the inflexibility of the pressure sensing probe. An optical

fiber can be placed in the pressure sensing branch of the interferometer

to permit the light beam to be guided to the pressure source.

Fiber Optics

The introduction of the optical fiber into the interferometer

changes some of the system characteristics. The optical path lenjth

through the fiber is longer than the same length cf air. The two

factors causing the change are the different index of refraction and

the multiple reflective path now taken by the light. The new path

length will be L = n L where n is the index of refraction of then f

fiber core material and Lf is the path length along the fiber. The path

length Lf is a function of the input angle to the fiber.

Another consideration brought on by the fiber is the question as

to whether sufficient coherence can be maintained to allow interference.

The phase relationship of the light wave must remain intact to be

coherent. Optical fibers that allow multiple paths for the light to

travel typically have high dispersion because each path has a different

travel time and they arrive at the output out of phase. Single mode

fibers allow only one mode to exist thus maintaining coherence. This

l ill I - "II I n H e ° . .8.



result was noted by Kapany in the original research: " For small fibers

only a few permissible characteristic angles exist and an appreciable

degree of coherence is attainable ". (Ref 17:54) Single mode fibers

are analyzed with the laws of physical optics since the core diameters

are on the order of a few wavelengths of the source radiation. An

alternative to the single mode fiber is the continuous refocusing

found in graded index fibers. Multiple modes are present in the fiber

be due to the fiber design these modes propagate at the same speed down

the fiber and arrive in phase with good coherence.

The final consideration to be discussed here concerns the need to

couple the light efficently into and outof the fiber. Maximum coupling

efficency is given by Liouville's theorm for statistical mechanics

using conical coordinate axes. (Ref 29:34)

E (max) = Af / A sineo = A / A (NA)2c f s f s

where: Af = fiber core area As = source area

= angular acceptance NA = numerical aperature

Using typical numbers for the experimental apparatus, fiber core

diameter = 5 microns, laser source diameter = 1 mm, and NA = 0.18 the

best coupling efficency has a loss of approximately 60 db. The obvious

unacceptability of this loss results in examination of a focusing lens

alternative in Chapter Four.

Each of the above sections contributes information suggesting

the feasibility of the fiber optic pressure sensing technique. The

operation of the system is described in Chapter Three.

. . . .. . .3



III. Fiber Optic Pres:sure Transducer

Introduction

The fiber optic pressure transducer draws togather many existing

technologies to form a unique pressure sensing device. The sensitivity

of a Michelson interferometer offers high accuracy with minimal diaphragm

movement. The creation of low dispersion single mode fiber brought about

the transmission of light without significant degradation of coherence.

A fiber can therefore be used as a probe in one leg of the interferometer.

Locking the interference pattern with phaselock techniques yields a

voltage output variable. The ability of this sensor is therefore limited

only by the low level noise sourecs and the selection of system components.

General Description

The fiber optic pre:-;sure transducer, like most other modern elec-

tronic pressure _-,rr , evices, monitors the motion of a diaphragm

flexing under a differential pressure. It differs from the others by

using an interferornter a: the monitorinq device. The Michelson

interferometer can be seen in the general system diagram of Figure 3.1.

The amplitude of the laser source is split into two branches by the

beam splitter. These two coherent light beams are later recombined-at

the photodiode to yield in interference pattern. This pattern changes

when the optical path length of one interferometer branch changes

relative to the other branch. Pressure changes are translated to length

changes by a flexible silicon diaphragm mirror. The interference

pattern achieved is shown in Figure 3.2 with a graph of center intensity

10



Popp*' - -- __

Piezoelectric Length Transducer

Beam Splitter Optical Fiber

Laser Lens Mirror
Diaphragm

Photodiode

V

Control Loop Electronics

Figure 3.1 Pressure Transducer General Diagram.



• ]vs. length change. An optical fiber placed in one branch of the

interferometer permits flexibility for the pressure sensing probe.

The reflective silicon diaphragm mounts on the end of the fiber which

is to be immersed into the pressure medium.

" I I

X/2 Length

Figure 3.2 Center Intensity vs. Path Length

The control loop locks the phase of the interference pattern to

the nearest constructive peak as shown in Figure 3.2. Phase lock is

maintained by moving the reference mirror with the piezoelectric length

transducer (PZT). The reference mirror is moved the same direction and

the same distance as the diaphragm. The DC voltage applied to the PLT

changes when these corrections are made. The voltage is directly

related to the pressure and can be monitored on a chart recorder.

12



Control Analysi>

The AzT control loop locks the phase relationship between the two

interferometer branches by varying the position of the PZT mounted

mirror. The system is locked to the constructive peak in Figure 3.2

by the modulation technique described in Appendix B. The quality of

the interference pattern can be described by the visibility. (Ref 11:426)

This quantity allows the degree of coherence to be measured. The phase

of the modulation signal is detected by the lock-in amplifier (LIA).

A positive error signal is developed if the optical path length (OPL)

is too long. A negative signal is developed if the OPL is too short.

This error signal is low pass filtered and sent to the high voltage

amplifier (HVA) to correct the PZT positioning of the mirror. A general

diagram of control loop operation is shown in Figure 3.3.

Explanation of control functions is simplified by the control

diagram in Figure 3.4. The condition for the desired phase lock to

occur is that the control loop correction phase 6e must be equal and

opposite to the phase change due to the applied pressure AP . The errorp

signal n guarantees that this will occur as explained above. The phasee

correction is given by the following equation.

5A = K(s) ( 0 - A - P - 6( )
d p o

K(s) ( ) -A P
- 1fK(s) d o p

Analysis of the above equation shows that the error signal e will be
e

cancelled out if it is entirely duie to the applied pressure. This

analysis changes when noise sources are considered. These will be

discussed in the next section.

13-



Photodiode

0

Laser

PZT

H-VA
Lock-In A A

Amplif ier

f

Compensation
Network

Figure 3.3 PLT Control Loop Operation.
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0

0 d = Detected phase

A e Error signale

0 Initial loop phase
0

6( = Correction phase

60 p Phase change due to pressurep

K(s) Loop transfer function

Figure 3.4 Control Loop Diagram
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% ' Error Analysis

The degree to which errors can be controlled determines the

limitations on system accuracy and system resolution. All identified

errors have been listed in Table 3.1. Some of these errors are analyzed

experimentally in Chapter Four. The errors can be broken down into four

groups, each representing a physical variable, length, intensity,

pressure, and electrical noise.

Changes in the optical path length AL can arise from a number of

sources, variations in temperature can cause thermal expansion of the

mounting plate and air movement in the sutrounding area. Vibrations

can cause slight changes in length. PZT jitter due to the modulation

technique employed is another source of length variation.

Undesired changes in light intensity impinging on the photodiode

can raise noise levels, Light from extraneous sources should be elimin-

ated, but some reflected or refracted light from the apparatus is likely

to occur. Additional interference patterns can develop from light

reflected from lenses or fiber faces.

Nonlinear scale factors for the diaphragm or the PZT taint the

results. These nonlinearities can arise from improper mounting or

improper selection of components. Some nonlinearity will always be-

present, and it must be accounted for in the system specifications.

Electronic noise added by control circuitry, power supplies, and

amplificrs can easily be the limiting factor which determines resolution.

Noise from the photodiode and its amplifier are included here. All of

the above stated error sources are shown in control diagram format in

Figure 3.5.

16



N - Temperature, Vibrations, PZT Jitter

N - Reflected or other Stray Light

N - Pressure Variation from Nonlinearityp

NLIA  - Lock-in Amplifier

N - Compensation NetworkComp.

NHV A  - High Voltage Amplifier

NPZT  - Piezoelectric Length Transducer

APd  - Detected Phase before Noise

P d - Detected Phase with Noise

0 - Error Signale

60 - Correction Phase

50 - Phase Change due to Pressure
p

- Pressure Phase with Nonlinearity
P

P - Initial Phase0

Table 3.1 Error Sources and Terms

17
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Laser Selection

Proper selection of a coherent light source plays a significant

role in determining the usefulness and the versatility of the fiber

optic pressure transducer. Coherence length is the primary criterion

for source selection because it determines the maximum usable length

of the fiber sensing probe. Coherence length is given by 1 = c/Afc

(Ref 25:32) where c is the speed of light and Af is the laser linewidth.

The effective linewidth is increased significantly if more than one mode

falls within the gain curve of the laser. This condition is known as

multimode operation and is common in most laboratory lasers. Techniques

do exist to limit a laser to single mode operation. The term single

mode is taken in this report to mean only one transverse electro-

magnetic mode and only one longitudinal mode. The difference in linewidth

for these two laser types is displayed in Figure 3.6.

Intensity

Single Mode Linewidth

Multimode Linewidth - j Frequency

Figure 3.6 Laser Linewidths for Single and Multimode.



The effective linewidth for the HeNe laser used in this research

was measured to be 800 MHz with a Fabry-Perot interferometric spectrum

analyzer. This yields a coherence length of only 37.5 cm. The value

was then confirmed with the experimental apparatus. The interference

pattern disappeared when the above value was exceeded. To extend the

coherence length, as would be needed for most applications, a single

mode laser must be used.

The single mode laser offers significant improvement in coherence

length by reducing the laser linewidth. A single longitudinal mode can

be achieved by choosing the cavity length of the laser short enough

so that the free spectral range (FSR) is wider than the gain curve

of the laser. Calculation of FSR, FSR = c/2d where d is the laser

cavity length, indicates the necessity to keep d less than 18 cm.

(Ref 11:311) Other methods exist to achieve single mode operation.

Coheren-e lengths in excess of a kilometer can be achieved.

Fiber Optics and Hardware

Single mode fiber was selected to achieve the desired coherence

necessary for interference. With this fiber come coupling problems due

to the small core diameter. The problems were overcome using focusing

optics and a translation stage fiber holder. The specifications for the

single mode fiber used for testing are given in Table 3.2. (Ref 13:22)

core diameter - 5.8 [1 numerical aperature - 0.18

claddinq diameter - 111 tj attenuation - 7.7 db/Km

coating diameter - 200 j

Table 3.2 Valtec Fiber Data (BF-SM-632).
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In the single mode fiber the core diameter is significantly

smaller than the laser spot size. Therefore some sort of focusing

device must be employed to achieve maximum coupling efficency. The

conical acceptance angle discussed in Chapter Two is known to decrease

for smaller core diameters. Numerical aperture is a convenient method

to express acceptance angle: NA = n sin 0 . (Ref 11:151)O

From diffraction theory, it can be shown that the HeNe laser used

can be focused to a spot size w . (Ref 25:247) The following equation0

assumes that the beam is smaller than the lens and it gives a good

approximation of actual spot size.

X f
w - 1 (Eq. 3.2)

where: w focused beam radius
0

w. initial beam radius1

laser wavelen~jth

fI focal length ot lens

Substituting typical values into the equation: w . 5 mm, f I cm, and

X 0.6328 k yields a value of w = 2 ti. Peturnin,; to (Eq. 2.7) shows0

that the coupling loss has been reduced from 60 (b to approximately

13 db. Further improvement could be made by decrea:ing the spot size

even more. This can be done by increamint the magnification power of

the lens and thereby decreasing t he focal len,jth. The0 pro,Ilem here i,

that when the focal lenvth is reduce o, -o is th, dij tance ov' r which

the spot remains IOcled'(i The depth 1 -ocuk iim- *mn w (rett'r than

the sensitivity of the f iber trai;lat(ir () t h., iliiim ,nt will ,, 1w,,i, y

impossible. The z-axis senitivity of the PAIJ, 1-I-1 t 1i>],ltor ned w

determined to be ipj,rxdm tely 10 'j roei ,.,xp t imtnt
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The equation for depth of focus is shown below. (Ref 25:248)

df = T ( p 1/2 w °  (Eq. 3.3)

where: df = depth of focus

w = focused beam radius
0

p = tolerance factor

Substituting typical values into the equation: w = 2 p, p = 1.1 and0

X= 0.6328 4 gives a depth of focus df = 12.5 p. The value is satis-

factory, but if the magnification factor is increased to 20x the depth

of focus decreases to 4 p. If any increases in signal to noise ratio

are to be achieved by improvement in fiber couplig the fiber trans-

lator must be made more sensitive.

Diaphragm Characteristics

Desired properties such as flexibility and high reflectivity

significantly narrow the choice of materials from which the diaphragm

can be made. Silicon has these and many other suitable characteristics.

Silicon is rugged, flexible, chemically inert, readily available,

inexpensive, easily etched to the correct thicknoss, and it haS good

reflectivity in the HeNe laser frequency range without the use of

thin film coatings. The rflectivity of the wafers used was measured

to be 80 % 2 '

The fiber optic pressure trans ducer systel was' built and aligned.

Lach component performed as was expected to yield tihe r,;ults shown

from experimont l ion in the followiniq chapttor.



IV. Expe r iment

Procedures

Proper system operation can be achieved if careful optics align-

ment, meticulous fiber preparation, and careful electronics setup is

followed. The alignment of system optics is straightforward as indicated

in Figure 3.1. The Michelson interferometer must be set up so that the

two final beams interfere as indicated by the pattern in Figure 3.2.

Care must be taken to insure that lenses are centered on the laser Leam.

The challenge o-curs when the fiber is prepared and aligned to permit

coherent light to travel its length in both directions. Coupling light

into the single mode fiber core requires exact adjustment. Once the

interference pattern ijs achieved, the control loop must be adjusted

and locked before data can be taken.

Fiber Preparation. The fiber coatinq must be stripped so that the

fiber ends can be cleaved and mounted. The fiber can then be aligned

at both ends to get the output be,

Extreme care is nece:;sary when handlinq ptical fibers. Tie

durability and relative insensitivity to daimage chanqe.s drasti cally

when the fiber )ackf t i removed. Te gla'11 t iber is, espjcially

sensitive to brldin! rtsotions while rigid y held in the f ber mount.

The fiber jackc, t-,in [be remov'dT m ,r-h ilica] I v wit h a 'c 1 _o p I or

chemically with 'i.()c r other slvonts . the ja(k, matrial d, rines

which m-thod yild: th let 1,.ult . M111t IJ1t 1' , in ] m t ion,., wit[th 1it

scalpel worked vry well with the Vat tcin" . noV ib,, li,:l :



The fiber face must be cleaved to get a flat perpendicular

surface over the core area to aide in coupling. This can be

accomplished in the following manner. Place the partially stripped

fiber into a groove in the holding block. Put a plate over the

fiber up to the point where the cleave is to be made. Scribe a line

on the fiber with a sharp scalpel blade. These blades can be used only

a few times before they get too dull to be effective. Move the fiber

to the edge of the block and break the fiber at the scribed line.

This method often yields an acceptable cleave. The fiber must be

tested and the procedure must be repeated if the cleave is not good.

The easiest method for determining the quality of the cleave

is to mount the fiber and view the output pattern. If an acceptible

uniform break was acheived the pattern will be circular. With a

nonuniform break the pattern is obviously not circular. When both

ends have been cleaved and the mount is correctly adjusted so that the

beam is focused completely into the fiber core a distinctive diffused

circular pattern is observable. Index matching fluid must be used

to eliminate the cladding modes to obtain the proper output pattern.

It takes patience and great care to set the fiber up correctly. The

fiber must be shown extreme care from this point on or the procedure

will be repeated after each careless act.

The fiber should be mounted firmly in the translation holder to

prevent movement. The fiber face is placed at the focal point of the

focusing lens. This car be determined by insurinq that the reflected

output doe!; not 1(o throuh a focal point ()n the way to the photodiode

target.

. . . . .. . . . .. . .. . _ _



The output of the fiber can be peaked by aligning the translation

stage holding the fiber. After this is done the loose fiber end can be

attached to the diaphragm mounting apparatus. The mount holds the fiber

face close to the flexinq diaphragm without touching the diaphragm. The

fiber must U. as close as possible to reduce losses due to beam expan-

sion. The intensity of the interference pattern can now be set to a

maximum by fine adjustments on tho. diaphraqm, mount and on the :mnount

holding the PZT mounted rmirror.

Control Loo Ad 't ' ch co: r'I l(op (-"in 1he adju!st. and

locked after a high int,, y ! nt i .- rn pattErn fi aT-'i.'.f. Vfn

procedure for set t inq up i, i. cerit, 1 (,, 1 - 0 : r ,,

Step 1: Idenitity a 1"' ,<>I K) ri:........

lock-in amplifier tt it At a I. ,t]1. it , . ., )?.' L',' 1-- 2li,'t

the H-VA with the sqcope hcizi 1, 1 .x. 1 . .o. wave-

as shown in Figure •' :c, -car 't-v il,, ' *-r. ,, wi.- ro- ran,:, of

the lock-in amplifier to Ita: r Ial aC, It ;1"Il~.' at nk o pa N

w4as attained with a 0.4 1tIr i t o 1 1 11 c 1 .1 Ie I reqlu-enc' el Cct ed

for the equipment used was 2.2-i Kttz.

Step 2: Set the lock-in amplifier to maximiz(, the siinal and to

minimize the noise. The phase on 'he lock-in avplit ier should be adjusted

so that there is a 1)0 degree phae shift betweecn the photodiode and LIA

signals. Some care should be used to insure: that tire system locks to

a constructive interference peak. Finally, the filter on the IIA can

be adjusted to minimize the noise while not itffect A n(; the dks ired

signal.

Step 3: Null the integrator in the co -en-at ion circuit and :et



the gain to be within the range of the [IVA. If this is not done the HIVA

will reset or blow a fuse depending on the position of the remaining

switches.

Step 4: Connect the integrator to the sulmmiing amplifier input.

If the gain knobs are set correctly the system will lock. If the phase

is set correctly the lock will occur on a constructive peak. This insure-

a better signal to noise ratio.

Measurement Procedures. Two types of data were taken on the

pressure measuring system. The output voltage of the HVA was monitored

on a chart recorder under different conditions to yield information

about drift, linearity, pressure range, and resolution. The output of

each electronic component was connected to a noise analysis computer

to yield useful information about limiting noise sources. The equipment

used for this analysis is described in Appendix C.

Results

The drift characteristics of the system can be seen frou the chart

recorder strip in Figure 4.1. The strip represents the output of the

system while it was locked for a period of 15 minutes. The long teor-

drift is negligible. Tie short term drift ranges as high as 20 volts.

The drift characteristics are very susceptible to motion within thI

test environment. ThIoIal consideiation; are also a key factor cau1sing

drift. The cyst em wai allowed to warm up for ix hours hefore this d'Ita

was taken. Fur he r warming time did not scm to a-t fect the re, iults . A

plexiglass cover was de-P;igned to help reduce air met ion awi quick

thermal variations.
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.*The noise level on the second chart recorder strip in Figure 4.1

indicates that the resolution of the system is approximately 10 volts.

This strip was run at 50 mm/sec., so th., _trip represents 4 seconds.

The resolution can also be expressed ir the minimum length change

observable. The scale factor between voltage and PZT motion was deter-

mined by locking the system on five consecutive peaks as seen in Figure

4.2. It is known that total constructive interference occurs every

half wavelength. Therefore, the PZT moves the mirror a half wavelength

for each 100 volts applied to it by the HVA. This implies a resolution

of 0.03 microns or 1/20 of a wavelength.

600
6 00 -. ................ ..

~~~~500 , . , .

Volts OHVA Output vs. Time
400 . ..

300

200 .

100 -

Time

Figure 4.2 System Locked to Different Peaks.

Figure 4.2 also indicates that no large nonlinearities exist for the

PZT over the range of measurement. The separation of the peaks appears

to be 100 ± 5 volts.
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Pressure (cmlig)

Figure 4.3 Pressure Data

The pressure data shown in Figure 4.3 was takeni by applying a

known pressure from the manometer to the diaphtagrn and measuring the

voltage neces;sary to rmintain the phase lock. The graph ranges- from

100 to 600 volts with each vertical divir idon re-presenting 50 volts.



600 VOLT VS. l SUP

600

300

200

100

310 Is

Figure 4.4 Graph of Pressure Data

This pressure data was then put in graphical form in Figure 4.4. The

graph drops from left to right since the pressure on the diaphragm

was pumped to a maximum value before the system was locked. The

pressure was then released to take the readings. Nonlinearity at

higher pressures is evident from the graph.
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Computer Noise Analysis. The noise analyzer shown in Figure G.4

simplified the identification of noise sources. The photodiode was

analyzed without an input to determine what noise power level was

present. The power spectral density (PSD) of the photodiode without

an input is shown in Figure 4.5. The frequency ranges from 0 to 5 Kliz

-5 2full scale is set by the computer to be 8 x 10 volts Each major

vertical division represents 16 db below the full scale value. This

indicates photodiode noise is better than 50 db below the signal peak.

The power specral density of the locked system is the top graph

in Figure 4.6. Multiple sample points (256) were taken and averaged

-2 2
to insure accuracy of the data. Full scale is set to 1.6 x 10 volts 2

The lower graph of Figure 4.6 is the PSD of the system with the

compensation network and the lock-in amplifier disconnected. This graph

represents the noise contribution from the PZT and the HVA. The graph

was intentionally lowered five small blocks on the paper to avoid over-

lap. The close resemblance of the two graphs indicates that the PZT

and the HVA are the primary noise sources limiting system resolution.

This assumes that the short term Jrift problem is correctable with

design modifications.

The experimental preperation, procedures, and alignment lead to

the gathering of data on drift, linearity, resolution, and noise for

the fiber optic pressure transducer prototype. The results obtained

form the basis for the conclusions and recommendations of Chapter

Five.
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V. Conclusions and Recommendations

Conclusions

The goal of this research was to design, build, and test a

prototype of the fiber optic pressure transducer to determine if the

underlying principles were sound. Feasibility for use as an intravasc-

ular pressure sensor is considered.

Coherent light was efficently coupled into the single mode fiber

core. It was shown that this laser light could be recaptured from the

diaphragm in large enough quantities to permit the system to be phase

locked with the PZT control system. The system operated as Planned.

Pressure measurement resolution was limited to 7 mmHg by the

short term drift variations. Long term drift was negligible. The pressure

(range was limited to 150 mmHg by the scanning range of the PZT and the

HVA. Selection of a different voltage to pressure scale factor would

change this to any desired range.

Computer noise analysis indicated that the PZT and the HVA were

the major noise sources limiting system resolution. Neglecting short

tcLm drift, resolution is limited to 3 mmig by electronic noise.

The possibility of using an acousto-optic modulator for increased

resolution and increased frequency range was displayed mathematically.

This alternative was souqht to replaced the noisier P'ZT apparatus.

The fiber optic pressure sensing technique was found to be a valid

method to sense prefss ure variations. Noise limited the performance of

prototype as would be expected for any new device. The system shows

potential and continued research is warrented.
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R ecommenda t ions

Many factors came into play during this thesis which suggest

alternative designs or alternative approaches to the problem of noise

reduction. The following recommendations should aid in the elimination

of identified inadaquacies. Recommendations will be made in the follow-

ing four areas: environmental, mechanical, electronic, and experimental.

Environmental. The inability to control temperature, air motion,

and vibrations added significantly to the noise present in the data.

The system rested upon four inches of foam in an effort to reduce

vibrations. A plexiglass cover was constructed to reduce air motion

and to help stabalize the temperature. The laser was inside the cover

which may have added to the problem since it is a heat source. The

system is very sensitive to any motion near the interferometer. This

suggests that the probe should be long enough so that it can be

removed from the area.

Mechanical. Stability of the mounting devices and the table plays

a large role in determining the noise level in the output data. The

arrangement as seen in Appendix G in the photo is far from ideal. The

mounts should be held rigidly to the plate without sloppy adjusting

mechanisms for alignment luxury. Miniaturization of components and the

distances between them is an effective way to reduce the noise level.

All of the optical components could be directly mounted to the same

plate in close proximity. The importance of stability cannot be over-

emphasized since the interferometer is easily capable of measurement;

in the submicron region.
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,L Electronic. The signal1 to noi.-e ratio nflust be m 'r* d >eI il the

desired resolution is to be achieved. This can be accomplishkej Iky

increasing the signal strength at the photodiod(e with a higher pxowered

source or by increasing the coupling efficency to the fiber. better

mounting or focusing hardware could accomplish this task. The signal

to noise ratio can also be increased by decreasing the noise level.

The methods listed above can probably reduce the noise to get the

desired 1 mmHg resolution. The PZT and the IIVA must also be modified

or replaced to get resolution below the 3 mn ig noise level. The alter-

nate measurement method of Appendix F suggests one such possibLlity.

Experimental. Many improvements must be made before the- fiber

optic pressure sensor could be commercially useful. Besides the changes

already mentioned, the diaphragms must be etched and mounted to the

fiber to replace the bulky test mount used in this thesis. The alter-

nate proposal of using an acousto-optic modulator is promisini enou<ih

to warrant continued resear-h in this area.

Summary. The prototype design represents the begining of this

research effort. The pressure sensing technique was shown to be a

valid approach. The prototype was shown to function as expected and

to deliver impressive data considering this is the first altte:Tpt at

building such a device. I beleive that the device could be used in

the cardiovascular pressure sensinq arena with only minor moditication:.

Many other applicati( n.s 'xist where t.his device iniqht be us n I

Therefore, 1 recommend that research be cont inue(i in thIi, ar,,,i.
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Appendix A: iIi on 1)i, 1p rti: i: t I T .1 .i,,>

The diaphragm etching process us.,<1 is well knowii and can 1e

found in a number of microelectronics texts (Rkf 16:4H-50). :iaphrajm5s

are produced via the five s;tep process shown in Figure A.I. l- tarting4

with a standard (100) orientation silicon wafer that has been properly

cleaned, growth of a two micron thick silicon dioxide layer can be

achieved by flowing steam across the wafer while it is in a 1200 OC

furnace for a period of approximately five hours. Caution must be used

to move wafers slowly into and out of the furnace to avoid thermal

shock. Completion of this step will result in a SiO. layer a. shown

in Figure A.1.2.

A negative photoresist layer is now placed on the rough side of

the wafer. The wafer is now exposed to ultraviolet liqht in the mask

aligninq unit. The mask used determines the size and quantity of

diaphragms per wafor. After the photores ist is developed only the

diaphragm area will be usceptib]e to the first etchinq step. This can

be seen in Fi,;uro A. 1.I.

Since both :.ili, on il photI , is t are impervious to hyd raflouric

acid (11F) they will ii Ie attac , . But the ;iO, will be re -moved from

the diaphragm area in an orderly fashion, as s<een in Fiqure A.1.4.

Now the wif er i ' rgd into a pota<s ium hydirox A -1 bath at

)0 - 100 0C, A rianot i,- st irrinil capsule l,;i-tt be used to keep the H:.

bubbles. away I i, ho I I, w, s r or the procoss will 5 opI hydtrasiu vdroxide

removes silic:,n It a rate (,I (o microni per ml nuto Ie avin, th e ,dpragm

as shown in Fiqur,, A..



A. 1.

rough surface 1S iicon wafer

mirror surface j (100) orientation

A.I1.2

A.1.2 ISilicon 
dioxide 

layer grown

2 microns thick

Negative photoresist added

and exposed in mask aligner

A. i. 4

Silicon dioxide removed from

diaphraom area with HF acid

A.1.5

Silicon etched with KOH

7- --1-
to (6e:idred depth at rate

of I micron per minute.

now cI-It out diapbra ms.

Figure A.1 fi1icon Diaphragm Etching Pror-, s
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The diaphrams Ca n be taken down to a thickn1A:, of approximately 5

microns if desired. The diaphragi can now be cut out of the wafer

and mounted appropriate to the afpplication.

The diaphragm shown in A.1.5 has ideal thickness which is uniform

over the whole diaphragm area with sharp corners at the edges. In

reality, the degree to which the ideal case is achieved is dependent

on etchant properties, crystal orientation, and control of process

parameters. Isotropic etchants attack materials uniformly in all

directions without reguard to crystal orientation. Anisotropic

etchants, such as KOH, attack different orientations with different

vigor. KOH was measured to attack the (100) plane 30 tines faster

than the (111) plane in silicon (Rcf 2:58). This explains why KOH and

a (100) orientation wafer was used to etch diaphragms in the abovc

process. The depth of the wafer will be attacked 30 times faster than

the sides. Figure A.2 shows what this will mean in diaphragm etching.

Other parameters such as etchant temperature, hydrogen gas removal,

and catalyst and etchant concentrations will effect results. The

etching theory is covered in detail by Borky (Ref 2:57-76).
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Isotropic Diaphiraqm

Anisotropic Diaphragmi

Figure A. 2 Isotropic Vs. Anisotropic E Lching



Appendix B: Modulation Technique (Pef 14:47-50)

The generation of an error signal used to drive the cavity length

to the resonance condition is based upon modulating the length of the

cavity such that the intensity of light out of the cavity is also

modulated dependent upon the length of the cavity relative to the

resonance condition.

If the intensity alone were used as an error signalk, then the

variation of I from I would be an excellent indication of how far
Ma x

the cavity must be moved to bring it into resonance. Unfortunately, that

signal alone is insufficient because there is no information to

indicate the direction in which the cavity length must be moved to

return it to resonance. By modulating the cavity at a frequency at

least a factor of two higher than the bandwidth required for the control

loop, an error signal can be generated which is both indicative of the

amount of error and the direction.

The method of operation can best be explained with reference to

Figure B.1. With the cavity such that it is in resonance with the

incident liqht frequency, the cavity would be in position A of the

figure. The modulation voltage V dithers the cavity length such that

the intensity detector output is as shown in Figure B.,2. i'he.e two

signals are then mixed so that the output of the mi-er ( actually a

cross correlation detector ) can be viewed a:s the product @1 tihe two

input signals. Thus thel oi itput o the mixer, ca]l d a pha: e -'e Initiv,

detector, is a ;inusoirla in this case as ;hocwn in Fi, ure 1B.2.
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Intensity
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f l

I I Cavity Length L

Modulation of Cavity Lengths

Figure B.1 Intensity vs. Cavity Length

V---------------- Modulation signal
m t

VI . ~ -. . --- Detector Output

t

v - -- ' PSD Signal Output

Figure 1B.2. V ,V1 V at Resonance L
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This signal is then low pass filtered to produce a zero DC level

output indicating that the cavity is indeed on resonance.

For the case when the cavity is longer than required for the

resonance condition refer to position B in Figure B.1. In this case

the intensity detector output voltage is out of phase with the

modulation signal and when multiplied produces a net negative signal

as shown in Figure B.3. Again when low pass filtered, a negative

voltage is generated indicating that the cavity must be shortened.

Finally, for the case when the cavity is shorter than required,

the situation is as shown in position C of Figure B.1 and the phase

sensitive output voltage is as shown in Figure B.4. The phase

sensitive detedtor output voltage in this case is positive indicating

a need to increase tho cavity length.

The technique described here is used to monitor and correct for

length fluctuations in both the PZT and alternativo acousto-optic

control loops.
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Vm Modulation signal

VI Detector Output

Vo 0 V V PSD Signal Output

Figure B.3 V , V , V With Cavity Longer Than 1,m I o r

v . Modulation signal
m t

V .. i-- --- Detector Output
I N t

V -. PSD Signal Output
0 t

Figure B.4 V , V , V With Cavity :Iiortt'r Than I,
m 1 o 0
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Appendix C: Equipment Listing

The following equipment was common to both control loop methods.

Polished Silicon Wafers................ . . .. .. .. .. .. . ...

Beam Splitter...................... . .. .. .. ....

Microscope Objective Lens, 5x, lOx, 20x. ............... ea

Optical Fiber, Valtec BF-SM-632 Single Mode....... . .. .. .....

Fiber Translator, NCR PP-l.............. . .. .. .. .. ....

Photodiode, United Detector PIN-6DP....... ... .. .. .. .. ....

Photodiode Circuitry (Figure D.1) ............. .. .. 1

Compensator Circuitry (Figure D.2)........ ..... . .. .. .. .. 1

Lock-In Amplifier, Princeton Applied Research Model 124A ... 1

Compensator Power Supply, Hewlett Packard Model 6205B. ...... 1

Chart Recirder..........................1

Neutral Density Filter, Focusing Lens, Aperature.........1 ea

Mounting Hardware (From AFIT Shop)..............

The following equipment is associated with the P'ZT control loop.

Laser & Supply, Spectra Physics Model 142........ ..... . . ... .. 1 ea

High Voltage DC Op-Amp, Burleigh PZ.-70...... .. .. .. .. ....

PZT Aligrier Translator, Burleigh PZ-8O...... .. .. .. .. ....

PZT Translator Mount . . . . . . . . . . . . . . . . . . . . .
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The following equipment is associated with the A/O control loop.

Modified Laser Exciter, Spectra Physics Model 132 .. ...... 1

Gain Tube, Jodon cf-16.1-1.5 ........ ................ 1

Dielectric Mirrors, Flat 100%, Curved 99% .. .......... 1 ea.

Acousto-optic Modulator, Coherent Associates Model 305 ... 1

Signal Generator, Hewlett Packard Model 8640B ... ........ 1

Wideband Amplifier Module, R.F. Power Labs Model M3058 . . . 1

WAM Power Supply, Trygon Electronics H36-30A .... ......... 1

The following Equipment was used for spectral analysis.

Scanning Interferometer Driver, Spectra Physics Model 476 . 1

Interferomter Spectrum Analyzer, SP Model 470 ... ........ 1

Photodiode, Spectra Physics Model 471 ...... ............ 1

Mount, Spectra Physics Model 381 ....... ............... 1

The following equipment was used for noise analysis.

PDP 11/15 Computer ........ ................... 1

X-Y Recorder, Hewlett Packard Model 7034A .... .......... 1

Control Unit/ Time Data, Model GR 1923 - 3000 ... ........ 1

Oscilloscope, Tektronics ........ .................. 1
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r Appendix D: Circuit Diagran5;

Two alternative circuits are shown for the photodiode amplifier

in Figure D.l. The first uses an operational amplifier and the

second uses a nine volt bias battery. Figure D.2 shows the compensation

circuit used in the contol loop.

6 Kohms

K PIN-6DP

Output

9 volts

PIN-6P I Mohr

Figure D.1 Photodiode circuits
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Appondix E: Biomedical Application

Numerous applications exist for the fiber optic pressure transducer.

In order to structure this thesis investigation a particular biomedical

application was adopted. The design constraints imposed by the in vivo

cardio-vascular preessure sensor application were challenging and

restrictive. Decisions concerning probe and diaphragm construction

result from the limitations incurred from this application.

Advances in medical instrumentation have decrease] the complexity

of the modern physician's task in many ways. But the physician must

keep abreast of advancing technology before true gains are realizible.

Cardiologists have known the value of cardio-vascular pressure

measurements for many years. "Cardiac catherizat ion is performed in

virtually all patients in whom heart ,uriury is ci omSmplatel. 'this

procedure yield: i ntormat ion that may be crucial in dil inin<i the

timing, risks, an, inticijited benefit for a given patient'. (Pof 30:367)

The information at v a a pressure sensor in the catheri:'.ation

process has decreand the complexity of the cardiologist 's tas k by

giving him more infrm-it in upon which to base his decisions. The

process is far from p'rfoct ed. Pressure transducers need to be designed

to better fulfill tht,:.- needs;.

Current tran: diucrc; hjve many limitations and of ten yield only

part of the des i ri,,, I e:I) data. It, has bc),n IIIpeculdted that more

information exd::t:s thlin ,'urrent tralnsducer:; hive th, ability to se.

So, more precife trano dricors ne1ed toa dve lop. ii to m. ft thoesfo ci



"It in hopo'd th1,1t, riordo pro 0110 id n lit fi (,tion of (I ("ise ColiIi t o I,:

Will be pKSsihiO . . by pr eIv ni dot all 1ci hffoII. ifIe; no trluctu1ro oA

the pre ssure waveform;, in the hoart and the adjacent Ves so-l.,; This
is; hased on the be it t hat s nIL I act ors as damage from infa rction,
incomplete valve closure, intercain)er f is, ulas , and so on wi411
have idontifiable sitlnitures in the form rf turbulence or perturbation
of the normal pressure contour." (Pef 2:7-8)

The significant limitations of the currently used catheter nanometer

system can be over come by mounting the transducer at the end of the

sensing probe and eliminating the hydraulic connection. Many of the

new electronic sensors have been used in this way. But all presently

used transducers have serious problems of their own. They have all

in some way been unable to meet the following criteria for an

acceptable intravascular pressure transducer, from Borky and Webster.

Sensor Criteria

1. Accuracy and Linearity of ± 1% from 0 to 250 mnilg with
resolution better than 1 nmfig.

2. Temperature compensation if necessary over the range
from 300C to 450C.

3. Sensor diameter of lmm maximum to allow use in
pediatric patients.

4. Patient safty mist be a primary concern.

5. Absolute pressure reading is required.

6. Easy or infrequent calibration of equiplnent.

7. Sensor must he durable in a hospital environment.

8. Sensor mu.t be cost effective.

- -- -.,. .2



Cardiac Catherization

Cardiac catherization is a process by which intravascular

blood pressure readings can be taken. A catheter is nothing more

than a small diameter rubber hose that can be inserted into the

body through an orafice or an artificial opening. In the case of

cardiac catherization this hose enters a vein or artery and is

guided to the heart region using fluoroscopy. This form of

positioning allows pressure measurement in all four chambers of the

heart and in the surrounding vessels, During catherization ectopic

beats and cardiac fibrillation occur frequently. Therefore personnel

and equipment must he on hand to restart or correct the hearts

fluctuations. Other readings takcen concurrently are cardiac output,

blood and respiratory ,ises, blood oxygen saturation, and metabolic

products monitorin(?. RaIdiopaque dyes are also used frequently to

veiw heart mot ion. heearch has ben accomplished using balloon

tipp d cathet e u. to e]iminate the need for fliioro. copy techniqes.

In this ca, th blooi flow take:s the sen the desired area.

CurrentCardiac 0:,0 , w.,-.oU:

many rift f ru, t t -iil Ter 1,,heii.i h i te T ted t () o t, iin

the valuable cardiac pi,.-suro inforiat i. 1'wi ,,, tVL c(!iori[\ u:e J

is the catheter rIanoineter b caitse of it-, 1-i (i,]icitv and low cst

Another system that- is. ski .i i.t -,t hway is the Iot'Ic

strain gage. Anothetr y-t em of ilb etr.,t_ tile t' )oe iilaite. to

this thesis is tho opticial intettinft y ach. :c} of thee sy:;tems

S -!



will be discussed in depth. Other ideas which have bee n (given

consideration in this application are: variable capacitance,

variable inductance, piezoelectric, pie,7.oresi:.tive, linear vari<Jble

differential transformer, and semiconductor devices,

Catheter Manomet ' r

The catheter manometer as shown in Figure E.1 is a simple

hydraulic system that couples cardiac pressure outside the body to

a manometer where it can be read. The advantages of this system are

its simplicity and its low cost. The performance of the catheter

manometer could best be described as sometimes adaquate. The system

has many problems that have led to vast research in the area in an

attempt to find a replacement that offers significant improvement.

The blood pressure is coupled outside the body via a sterile saline

solution inside the catheter. Frequent cleaning may be necessary to

remove the blood clots thsit form at the hose opening. The frequency

response of the systemf cLsqe>; drastically with the hose diameter.

A hose diameter in excess of 2 imn is usually used and this causes

increased risk to the patient. Pediatric pati nts are often too small

to permit pressure readings to be taken by this mthod.

The accuracy of the cath ter manometer system is very pfoor.

Air bubbles form in ieo fIliid.s; iivolved and become ronpr- .i iIe

leading to some of this, inaccuracy. The si e of the cathe ter causes

intorfterence) with the bloo l flow '111, chang(s readiii . It,,( a Ira iiic

system it.. elf 1iii S the f utuc{ y respons by ,n i n, Iike a I ]ter,

' 4
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Sens or

Stopcock V CalibratLion I

Diaphraqvi Body Manolljjtu!

Figure !-'. Catheter Manometer (Ref 3L):337)

Electric St rain Gaje

Unlike the catheter manometer the strain gage as shown in

Figure L.2 is, an intrava~scular s%-stem, meaning that the transducer

is contained in the tip of the iensinI probe. The strain gjage

contiainls a diaphrzagm that senses the press!-ure and moves an armature

that is connected to tWo sets of strain gages, set up in a Wheatstone

bridgeo configjuration. The pressure applied to the diaphragm is

directly related to the degree of inbalence created in the b~ridge

network. Therefore an ele-ctric output will occur when a press -ure i

applied. Even thou~lh s tea in gesare more accurate than the

cath1w e r mas r e ' ey are, -used less; f reouent ly.

Strain a pines, have nianv ser is us problemls * The Probes are

cost] ly to hn I d in a i comrp,) ijl e with th i:; a ppl ication. The



F
smallest probe size available as ot 1)7b was F5 catheter (1.07 nm).

Other problems include temperature drift, electrical drift,

fragility, and the inability to withstand sterilization. Also

some research has been done that indicates that electrical currents

within the strain gage probe may be responsible for increased

fibrillation attacks in patients.

Diaphragm Arnature

B A.

Strain Gaqe Wires

Figure E.2 Electric Strain Gage (Ref 3: 337)

Optical Intensity Sen!sor

The transducer displayed by Lindstr-om (Wef l :20.7' measures

light intensity reflected from a moving nieH)rane. Light is coupled

into a fiber bundle as shown in Figure E. 3 and then it is reflected

back down different fibers. The reflective membrane changle: in

curvature and in distance from thc fiblr bundle as pressure is

_______



applied. A relationship was then developed between the amount of

light received at the detector and the pressure on the membrane.

Measurements indicate linearity of 2.5% over the desired pressure

range. Sensitivity is a major problem with this system as indicated

in the article. Other problems include temperature sensitivity and

size. Although the size could be reduced if an attempt were made.

Some similarities do exist between this system and the fiber optic

system that is the focus of this thsis but they are slight.

Light Source Membrane

Catheter

Detector Fib rs Prossure

Figure P. 3 Jrtenr it.v ,:, in, Ira i, cor (Pef 19: 208

I ii i i :+ .. .... 4



Appendix F: Alternate Measurement Method

General Description

The active element of the PZT control loop is replaced in this

approach by an acousto-optic modulator. The acousto-optic modulator

changes the frequency of the laser beam by Bragg diffraction from an

acoustic wave. This in turn changes the optical path length in terms

of the number of wavelengths between the beam splitter and the diaphragm

mirror. The two legs of the interferoieter must be considerably different

in length for this approach to work. This hints that a single mode

laser will be required to obtain phaselock and a useable pressure

range. The coherence length of a normal laboratory HeNe laser (30 cm)

is not great enough for this system to function isefully. The acousto-

optic modulator offers two advantages over the PZT. First, the output

variable is frequency instead of voltage and this when coupled with

the superior electronics associated with the acousto-optic modulator

suggests significant improvements in resolution. 3econdly, the frequency

response of the acousto-optic is not limited by its mechanical inability

to respond to high frequency inputs. Therefore, the frequency response

is expected to be much better than the 2 KI{z displayed by the PZT

method.

The operation of the acousto-optic modulator system can be seen

easily from Figure F.I. The Michelson interference pattern is locked

using the same modulation technique as shDown in ApX{nIdix B. 'IThe output

variable is the frequency of the voltage controlled oscillator (VCO).

5 B%
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Figure F.1 Acousto-Optic Modulation Method General Diagram.



The intensity of the interference pattern is converted to an

electrical signal by the photodiode. The input signal determining the

VCO output is determined by summing f (constant 50 KHz) and the phase
m

information contained in the compensated lock-in amplifier signal. The

output of the sunning amplifier is a voltage level that stores the

initial phase relationship and drives the VCO to maintain that phase.

The VCO changes the FM modulation frequency sent to the acousto-optic

modulator that in turn changes the laser frequency. The wide band

power amplifier merely supplies the correct power requirements of the

acousto-optic modulator.

Acousto-Optic Modulation

Acousto-optic modulation offers a convienient means to control

frequency, intensity, or direction of a laser beam. The principle

relies upon Bragg diffraction of light by acoustic waves ( up to 101 liz).

The acoustic wave is a sinusoidal pertibation of the materials density.

As the density changes so does the index of refraction. Therefore its

usefullness as a variable frequency moving mirror is realized. The

motion of this mirror is the factor giving rise to the doppler frequency

shift in the refracted laser output beam. Specifications indicate that

50 percent cr better of the laser power can be shifted into the first

shifted dot. The equations relating this efficiency can be touml i in

Yariv. (Ref 32: 34C,)

FPrte,;sure, Vs. Fr__Ieny Iu!ai tion

An equation rnoe&l t ( o e rived ro1atinq rgu(e ncy an pre!' .,11(,

to better under. ;tarid .y em operation. The dia; hragIm equation i:isplayed

6 C)



In chapter two (Eq. 2.5) relates the change in length (AL) to the

change in pressure (6P). These two equations can then be combined

to yeild a relationship between pressure change and the necessary

frequency change (Af) to maintain phaselock.

Recall that the phaselock control loop locks the signal and thus

maintains a constant number of wavelengths over the region (L-l).

This is accomplished by changing the wavelength of the laser light

slightly with the acousto-optic modulator. This fact leads to the

following equation for frequency change.

Af = ft - fk

where: Af = FM modulation range of VCO driving A/0.
ft = Total laser frequency after modulation.

k= Laser frequency plus A/O cnter frequency.

since c -- Xf
AX X - x c/f - c/f - Af

t k t k f- tft fk

where: AX = Change in wavelength due to Af.

This change in wavelength causes a change in optical path length (AL)

of nAX where n is the number of wavelengths affected.

2 (1 - 1)n - xt

so: At = n A 2 (1,- ) c Af
X tf tfkit t [k

which reduces to: AL - 2 (L - 1) At (Eq. F.)

k

Recall that (Erl. 2.5) :;hows the ]ength change to be equated to the

differential pre:;sure applied to the diaphragm as follow.

( L 1



I -14 [

AL 8.425 x 10 3 6P
t

Equating these two formulas yeilds the following result.

Af 8.425 x 10- 14 
4 fk 6P

2 (L- )

114
Setting fk = 4.74 x 10 Hz ( for a HeNe laser ) yeilds the simplified

ki

formula below.
4

Af = (L- ) 6P (Eq. F.2)

where: Af = VCO modulation frequency in liz.
L = Lenqth of interferometer sensing branch in cm.
1 = l-enqth of interferometer reference branch in cm.
R = Diaphragm radius in cm.
t - Diaphragm thickness in cm.

6P = Differential pressure in dynes/cm-.

Each of the parameters in (Eq. F.2) have unseen limitations that

drastically effect the usefulness of the system. The modulation

frequency (Af) is equipment limited to 640 Kqiz for the equipment shown

in Appendix C. The length difference (L - 1) is restricted to be less

than the coherence length of the laser in order to permit interference

of the two beams. The minimum diaphragm thickness (t) is limited to

5 microns by the etching technique shown in Appendix A. But the

thickness is also limited by the linearity as;sumpt ion m,1io 111 chapter

two. AL < t/4 This assumption guaranteed Iriait y , r tihIn 1%max

for the diaphragm. Table F.I shows the limit dtioni, jli the I-):,. il,]e

4 3
values for the radius to thickness ratio (W /t ). lU.h, maly, 1

these parameter: shows that not all can bf. i: id i l I, i

laser source.

Tho necessary laser coherence length can he do-t('rmined t rom 1 (
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Thickness (microns) 5 50 100 300

Radius (cm)

.01 80 08 I x 10- 2  3.7 x 10
- 4

.1 8 x 105 8 x 102 1 x 102 3.7

1 8 x 109 8 x 10 6  1 x 106 3.7 x 104
113 100 08

10 8 x 10 8 x 10 1 x 10 3.7 x 108

4 3Table F.I Calculated Values for R / t

following essential conditions. The drift data shown in chapter four

indicate that thermal and mechanical noise of the environment limit

length (AL) resolution to approximately ,/i0 or .06 microns. Therefore,

to obtain 1 mmfHq resolution over the range 0 - 250 nunHg as indicated

in the Biomedical criteria in appendix E the m,ximum length change (ALmax

due to 250 mnmiq must be 25 X or 15 microns. Solving equation 2.5 for

4 3 =3
these conditions indlicate the need for R / t 5.4 x 10 . With the

desired radius of R = .5 mm the diaphragm thickness must be t = 105

microns. Pluggin'; the appropriate values into equation F.2 shows the

laser coherence length needed assuming no improvents in system

electronics are acheivable. The necessary coherence length is L -c

560 meters. This is not discouraging since two avenues of correction

exist. A special application VCO could be built with an extended FM

modulation range to correct the problem. Also a single mode laser

could be acquired with the necessary coherence lengIth.

P3



Testing done with the acousto-optic modulator and singl mode

fiber indicate that the VCO FM modulation range could be increased by

a factor of 20 to 12.5 MHz and still keep the shifted beam within the

5 micron core of the fiber. This improvement alone would reduce the

required coherence length of the laser to 28 meters. The expanded

VCO range permits a tradeoff for fiber probe length. The probe can

be as short as 28 meters or as long as the coherence length of the

laser. For long fibers, loss mechanisms within the fiber can no

longer be ignored. Scattering mechanism within the fiber may well

be the limiting case.
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Figure G.2 Fiber Mounting Apparatus

The diaphragm pressure mount is shown in Fiqure (;.3. The diaphragm

mount allows pressure to be applied to the back of the silicon

diaphragm by pumping up the mercury anomoter. The arm attached to

the top of the mount holds the fib.tr firoly near the mirror surface.

A small gap exists between the fiber and the mirror to permit flexing

of the diaphragm. The radius of the diaphr,gqm can he adjusted by

changing the was;hers that hold the wafer in the mount. This allows

the scale factor of the pressure sensor to be varied.

Figure G.4 shows the ("P noise analysis computer with the X-Y

plotter.

... .. ... . ..... .. II" I .. . . " ...
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